t ﬂZ@l Physical Technical Testing Institute
@' Ostrava-Radvanice

Supplement No. 2 to
EC-Type Examination Certificate

Equipment or Protective Systems Intended for use
in Potentially Explosive Atmospheres
Directive 94/9/EC

1)

(3) EC-Typ&iEX@mination Certificate Number.

FTZU 02 ATEX 0217X

e system:  Integrated monitoring device type HARRIER 3 and
HARRIER 35

(4) Equipment or profec

(5) Manufacturer:  Jind¥ieRlikohout — INDIKON,
(6) Address: 714, 538 03 HeFmaniiv Méstee, Czech Republic

(7) This supplement of certificate is valig prolongation of certificate validity

g system) and any of its approved variants are specified in
Bhedule of this certificate.

(8) Modification of certified apparatus (prof '
documentation, list of which is mentioned

(9) This supplement to type examination certifica
construction of product sample in accordance wi r
Directive contains another requirements, which manufe
market or introduce in service.

Malid only for type examination of design and
Aflhex 3 Paragraph 6) of Directive No. 94/9/EC. The
er shall fulfil before products are place on

(10) Safety requirements of modified parts were fulfilled by satisfyinl ithe following standards:
EN 60079-0 : 2006, EN 50020 :1994; E

(11) Marking of equipment shall contain symbols:

& 11 (1)G [EEx ia] lIC (Control BoX)
& 111G EExia IIC T4 (T6) (Probes)

(12) This type examination certificate is valid till. 24, 04, 2012

Responsible person:

/4
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This supplement to certificate is granted subject to the general conditions of the Physical Technical Testing Institute
This supplement to certificate may only be reproduced in its entirety and without any change, schedule included

Dipl. Ing. Sindler Jaroslav

FTZU. Pikariskd 7. 716 07 Ostrava Radvanice. el +420 69 623 27 15, fax +420 69 623 26 72, c-mail: Rzwedfeau.cz



Physical Technical Testing Institute

Ostrava-Radvanice

(13) Schedule

(14) Supplement No. 2 to
EC-Type Examination Certificate N° FTZU 02 ATEX 0217X

(15) Description of Equipment or Protective System:
The validity of the certificate has been prolonged till 24.04.2012. The certified device is
manufactured according to the verified documentation shown in the basic certificate and
supplement No. 1.

(16) Report No. : 02/0217/2

(17) Special conditions for safe use:
Remain unchanged.

(18) Essential Health and Safety Requirements
Remain unchanged.

Responsible person: Date of issue; 24.04.2007

r

Dipl. Ing. Sindler Jaroslav
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